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Abstract 

We consider Pareto surface based multi-criteria optimization for step and shoot 
IMRT planning. By analyzing two navigation algorithms, we show both theoretically 
and in practice that the number of plans needed to form convex combinations of plans 
during navigation can be kept small (much less than the theoretical maximum number 
needed in general, which is equal to the number of objectives for on-surface Pareto 
navigation). Therefore a workable approach for directly deliverable navigation in this 
setting is to segment the underlying Pareto surface plans and then enforce the mild 
restriction that only a small number of these plans are active at any time during plan 
navigation, thus limiting the total number of segments used in the final plan. 

1 Introduction 

Although intensity modulated radiation therapy (IMRT) has become a clinical standard for 
treating many cancers, including prostate, head and neck, pancreas, brain, and lung, the 
planning process - which relies heavily on automated computer optimization - remains a 
time consuming and iterative task. This is due to the fact that IMRT planning is inherently a 
search for a plan which balances conflicting desires, namely: prescribed dose to the target (s) 
and minimal dose to the organs at risk (OARs). Multi-criteria optimization (MCO) has been 
introduced as a technique to allow the planner to explore the patient-specific tradeoffs, and 
has been shown to reduce treatment planning time and achieve superior plans for selected 
clinical scenarios [U [2] . 

Under the general title of MCO fall two distinct approaches to treatment planning: prior- 
itized optimization, also referred to as lexicographic optimization, and Pareto surface based 



MCO. In prioritized optimization, a sequence of optimizations are run, tackling the most 
important objectives first and then moving down the list of lower objectives [31 IH El E] . For 
each optimization run, the results of the previous higher priority optimizations are used as 
constraints to ensure that the higher priorities are respected. This approach results in a 
single plan and if all goes well, this plan is used as the clinical treatment plan. In Pareto 
surface based MCO the planner interacts with the planning system to explore dosimetric 
tradeoffs - different Pareto optimal plans - in real time. For a given set of objectives and 
constraints, an IMRT plan is Pareto optimal if it is feasible (satisfies the constraints) and it 
is not possible to improve on any objective without worsening at least one other objective. 
The full collection of Pareto optimal plans, typically an infinite set, is referred to as the 
Pareto surface. A practical technique for exploring this infinite set involves precomputing 
a modest number (<50) of Pareto optimal plans scattered across the Pareto surface and 
approximating the continuous Pareto surface by forming convex combinations of these base 
plans in response to user requests. For example, by way of a set of graphical user interface 
slider bars, a user might make a request to reduce spinal cord dose, at which point the 
system computes a convex combination of the base plans which has an improved spinal cord 
dose. Computing these convex combinations can be done fast enough to give the user the 
experience of continuous real time navigation. 

Exploring a Pareto surface of treatment plan possibilities has moved from concept to 
clinical deployment in recent years. The first commercial product to implement the Pareto 
surface approach to MCO (from here onward, MCO will be taken to mean Pareto surface 
based MCO, which is the version of MCO studied in this report) is RayStation 2.0 (RaySearch 
Laboratories, Stockholm). In this implementation and in prototype implementations [3IE1E], 
the Pareto surface plans, also called database plans, are fluence map optimized treatment 
plans. Fluence map plans are idealized plans: to make a plan clinically deliverable, the 
plan must be segmented into step and shoot segments or a dynamic sliding window plan. 
Segmentation causes the idealized fluence map plan to change, both because the fluence map 
ends up being approximated and because the dose calculation using multi-leaf collimator 
aperture shapes is a fundamentally different algorithm than the fluence map based dose 
calculation. 

This degradation of the treatment plan during segmentation can negatively impact the 
MCO treatment planning process by adding an iteration loop to the treatment planning 
process that the MCO technology was designed to avoid. Anecdotally, this plan degradation 
happens more for complicated plans - complicated here being synonymous with optimal 
isodose contours being highly non convex, i.e. the dose distribution being deeply carved 
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away from OARs - for example, bi-lateral target head and neck cancers and brain tumors 
situated near optic structures. 

The purpose of this work is to describe a technique for IMRT Pareto surface plan navi- 
gation where the plans explored during navigation are already segmented, thus, ready-to-go. 
In this sense, this work could also be called what you see is what you get (WYSIWYG) 
navigation. We assume step and shoot IMRT. The challenges of WYSIWYG navigation for 
step and shoot Pareto surface MCO can be understood by considering the following: 

1. The Pareto surface should in general be expansive enough to cover a range of treatment 
planning possibilities. 

2. Plans far apart from one another on the Pareto surface will have different optimal 
segmentation, particularly when the number of segments is restricted. 

3. A general point found during Pareto surface navigation is formed by a convex combi- 
nation of up to iV of the pre-computed Pareto surface plans, where N is the number of 
objective functions, i.e. the dimension of the Pareto surface. If each database Pareto 
optimal plan is pre-segmented into S segments, than a navigated-to convex combina- 
tion plan may have up to N x S segments. 

4. It is highly desirable from a treatment delivery time perspective to have a plan which 
consists of small number of segments. 

Together, these items point to the challenge. If we strive for a minimal set of segments 
for the final deliverable plan and we also strive to have a Pareto surface which encompasses 
an expansive tradeoff space, it is necessary to use a different segmentation for each of the 
database plans. During navigation it is theoretically possible to combine up to iV plans 
(in a clinical setting, iV can be 10 or more), depending on where you are on the Pareto 
surface. Plans along lower-dimensional edges of the Pareto surface use fewer than N plans, 
see Figure [T] as well as section |2.2 



In this work we demonstrate that it is possible to continuously navigate a high dimen- 
sional discretely sampled Pareto surface while restricting the number of active plans used 
to represent the current location, without the restriction significantly impacting the plan 
quality. We demonstrate this in two ways. The first is a new navigation method based on 
visualizing 2D tradeoffs (cuts of the higher dimensional Pareto surface). We show analyti- 
cally that this method naturally encourages the use of a small number of plans, and hence 
a small number of total segments, to form the navigation plans. The second is a statistical 



3 



analysis of the more traditional ND navigation technique. For this we employ an automatic 
random navigation simulation and analyze the resulting statistics. Both approaches, one 
theoretical and one numerical, support the idea that the combination of only a few plans 
(<C N) is sufficient to closely represent navigated positions on an N- dimensional Pareto 
surface, and this in turn supports the a concept of WYSIWYG step and shoot IMRT Pareto 
surface based navigation using pre-segmented database plans. 




Figure 1: A 3D Pareto surface. The black circles indicate computed Pareto optimal plans, 
and the shaded triangles represent the convex combinations of those possible that give rise 
to undominated plans, and thus serve as an approximation of the Pareto surface. Points a 
and b represent two convex combination plans that could occur during navigation. Since a 
is on an edge, it is formed with fewer then N = 3 plans. On the other hand, point b is in the 
center of the Pareto surface and thus requires N plans to form it. However, depending on 
the number of plans used to represent the Pareto surface, it may be possible to reduce the 
number of plans needed to represent these central plans by snapping the convex combinations 
to nearby edge points, as shown by the two dotted line projections from point b. The shorter 
projection shows that if the number of computed plans on the surface is greater - which we 
represent by adding another point, the gray point, to the surface and thus breaking that 
central facet into three smaller facets - than the deviation will be less. 
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2 Methods 



We consider the following type of IMRT formulation: 



optimize 
subject to 



{fM, f 2 (d),...f N (d)} 



d = Dx 



deC 



x > 



(1) 



where fi are the N objective functions describing the dose to a particular structure (e.g. 
mean dose to stomach), d is the vector of voxel doses, D is the dose- influence matrix, and x 
is a concatenation of all the fluence maps into a single beamlet fluence vector. The set C is 
a convex set of dose constraints (e.g. minimum dose to the target) that are designed to be 
met by all plans. 

2.1 Pareto surface generation and base plan segmentation 

For a given problem formulation, we use RayStation 2.0 to compute a set of points on the 
Pareto surface as follows. First the software computes the N anchor plans. These are single 
objective optimizations of the individual objectives, i.e. the best possible plan for each of 
the objectives. The N + 1th plan is termed the balance plan, and is found by optimizing 
an equi-weighted sum of the N objectives. Objectives are similarly scaled so that an equi- 
weighted sum does indeed give a balanced plan. For additional plans, RayStation optimizes 
equi-weighted sums of pairs of objective functions which are most highly anti-correlated. To 
determine level of correlation, the first N+l plans are used to compute correlation coefficients 
between every pair of objectives. More advanced techniques for generating additional Pareto 
surface points, involving sandwiching the Pareto surface between lower and upper bounds 
and computing additional points to close the large gaps in these bounds, are described in 
[TUl [TTJ [T2] but are not used in this work. Here we compute a total of 2N plans using the 
anti-correlation method. 

The key mathematical entity needed for navigation is the M x N matrix of objective 
function values, where M is the number of base plans. To access RayStation's M x N 
matrix for navigation simulation and evaluation outside of RayStation, it needs to be ex- 
tracted manually. This was done for the "deliverable plan stage". Thus, before navigation 
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simulation, each base plan was segmented and for each plan, the values of the N objective 
functions were read off, resulting in the M x N matrix. 

With the Pareto matrix P in hand, we analyze two styles of navigation. In both forms of 
navigation, the main idea is to form in real time convex combinations of the M base plans 
(equivalently the M rows of the Pareto surface matrix P) which respond to the planner's 
request to improve some objective. If the base plans are already segmented, such that all 
plans during navigation are ready-to-deliver, there is a strong delivery efficiency incentive 
to keep the number of base plans used in the convex combinations to a minimum. The 
first navigation method we present and analyze theoretically, called 2D- cut navigation, is 
new to the field of Pareto surface exploration to our knowledge. It offers insight into why 
the number of active plans needed for convex combinations during navigation will often be 
small. The next method, ND navigation, is the traditional N sliders navigation method 
implemented in RayStation and prototype systems. 2D-cut navigation is presented because 
it offers a potentially more intuitive way to navigate high-dimensional surfaces, and also 
because one can analyze the plan-combining properties of it quite easily. However, given the 
dominance of ND navigation in the field, we numerically simulated the ND navigation style 
to show that it also has favorable plan-combining properties (low number of plans needed 
to approximate the user's navigation position on the Pareto surface). 

2.2 2D-cut navigation 

The method described here is based on the display of a 2D cut of the Pareto surface. The user 
selects which two objectives to view a 2D tradeoff curve of, and all of the other objectives are 
free, or upper bounded by a user-chosen value. The user then navigates by either 1) moving 
along the 2D tradeoff curve or 2) changing the bounds of one of the other objectives, which 
alters the 2D tradeoff curve when those constraints affect the currently viewed tradeoff. At 
any point during navigation the user may switch which two objectives are currently active. 

We assume that P is ordered so that the anchor plans, in order, are the first rows of the 
matrix. We normalize the Pareto surface via: 

pnorm _ -Pfcj ~ m ^ n rn(P'in,n=j) ^ 

max m (J , rrtn= j) v[YiYi m ( y P mn= j) 

By expressing each objective in normalized form, between and 1, the normalization assures 
equal influence of different objectives (or dimensions) for the multi dimensional distance 
calculation between different points on the Pareto surface that is introduced later. All 
calculations will be done in this normalized setting, and so without ambiguity we let P from 
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here onward refer to the normalized Pareto surface. 

The Normal Constraint Method (NCM) can be used to to generate an even distribution 
of points along the tradeoff curve for the two chosen objectives [T3J, E]. Let x and y denote 
the two dimensions selected to view the tradeoff curve of (e.g. x = 7 and y = 3 would be 
a possibility for say an 8D tradeoff). Let B denote the vector of constraints the user has 
selected. This is the current position of the constraint sliders, and can include the objectives 
being traded off (in which case it is just the extent of the 2D curve that will be affected). 

The NCM method starts by finding the anchor plans for the 2D tradeoff selected: 

minimize (X'P)k 
subject to (X'P)j < Bj, Vj 

A > 0. (3) 

A is the convex combination vector, and k is the index of the objective to minimize (will run 
for k = x and y). This optimization finds the convex combination of plans in the database 
that minimizes the objective in question, subject to constraints B. 

With those two anchors in hand, the next step is to form a moderate number of points 
(20 is likely to be more than enough) evenly spaced along the line connecting them. These 
are points in the 2D tradeoff space labeled gi, #2, ■ ■ ■ , <?*:, ■ ■ ■ in Figure [2} From each of these 
points - not including the anchor points - we project down to find the intersection of the 2D 
tradeoff surface in the direction perpendicular to the line connecting the two anchor points. 

To do this, we form the vector from anchor point A x to anchor point A y , and call this v. 

V = Ay A x . 

v is a [2 x 1] vector. 

Let P xy be the two user selected columns of the Pareto surface. Since there are M plans 
in the Pareto database, P xy is an m x 2 matrix. Let be the point we are running. The 
following optimization yields the fcth point on the 2D Pareto curve: 



minimize (X'P) y 
subject to (X'P)j < Bj, Vj 
X'PxyV = g' k v 

E^ = i 

A > 0. (4) 
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The constraint \'P xy v = g' k v enforces that the solution is on the line perpendicular to the 
v and passing through g%. Writing the constraint as (X'P xy — g' k )v = makes this easier to 
see. Note, the simpler method to generate points on the 2D curve would be to replace the 
X'{P xy — g'k) v = constraint with (X'P) X < b for various values of b (the so-called epsilon 
constraint method of Pareto surface generation) but this does not have the useful property 
of spreading the points evenly across the curve. As for using a weighted sum method, we 
opt not for that because, particularly for sparse Pareto surface representations (i.e. small 
number of database plans), the 2D cuts will be very "polyhedral" (i.e. Pareto surface surface 
will consist of large facets) and so many weights will yield the same vertex. 



A 










etc. 


\ v = A -A 




xy \ 

















Objective chosen for the horizontal axis 

Figure 2: Diagram showing key idea of the normal constraint method (NCM) of computing 
points of a 2D tradeoff curve. X*'P xy , the optimal solution of a single run of formulation |4| 
is displayed. 

Moving around on the 2D curve is then a matter of tracking which two points you are 
between and updating the convex combination used. 



2.3 On the number of active convex combination plans during 
2D-cut navigation 

Let \B\ denote the number of objectives that are constrained during 2D-cut navigation. 
Proposition: The number of active plans needed to form the current navigation point is at 
most 2 + \B\. 

Proof. : Consider the linear programming formulation Q, which computes points on the 2D 
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cut Pareto surface. Linear programming theory states that if a linear program is feasible and 
the optimal solution is bounded, there exists an optimal solution with DIM tight constraints 
(a constraint is tight if it is satisfied at equality). Here, DIM refers to the underlying 
dimension of the linear program, i.e. the number of optimization variables. For linear 
program Q, there are M optimization variables, the components of the vector A. Therefore, 
there exists an optimal solution to formulation Q with M tight constraints. Counting the 
number of constraints satisfied at feasible solution, we have the two equality constraints, 
we have (up to) \B\ navigation constraints. This means we need (at least) M — (2 + \B\) 
additional constraints to be tight. The only other constraints in this linear program are the 
A > constraints, so we need at least M — (2 + \B\) components of A set to zero, or stated 
another way, at most 2 + \B\ components of A positive. □ 

One caveat: linear interpolation between two of the points along the surface as computed 
by the NCM method could in theory double the number of underlying plans used. This is not 
in reality a problem since solving formulation [4] is very fast and therefore we can represent 
the 2D tradeoff curve easily with a high density of points and therefore avoid needing linear 
interpolation. 

The above proof is sufficient to show that if the user invokes only a small number of 
constraints during navigation then the number of active plans used to form the current 
location on the Pareto surface is small. But beyond this, we hypothesize that even more 
general Pareto surface navigation can also be done with maintaining a small set of active 
plans. To that end we turn to ND navigation. 

2.4 Traditional ND sliding navigation, and navigation simulation 
for generating statistics 

An automatic navigation approach was established to generate data to confirm the hypothesis 
that even in general navigation, the number of active convex combination plans needed 
is not large. In order to simulate navigation to a random spot on the Pareto surface, 
random constraint levels were chosen for each normalized objective based on a uniform 
probability density function. For each constraint level combination, points (plans) on the 
Pareto surface were calculated by minimizing each of the objectives individually and also 
by minimizing the equi-weighted sum of all objectives using optimization formulation |3j 
The tighter the randomly chosen constraint levels, the higher the probability that it is not 
possible to find any remaining plan on the Pareto surface. In those cases the constraint level 
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combination is discarded, resulting in a modified distribution of the used constraint levels. 
These optimizations lead to a large set of A vectors, each representing a point of the Pareto 
surface. 

In a last step the random points on the Pareto surface X'P were approximated by plans 
with a restricted number of non-zero A, values, so called "small number of plans approxima- 
tion" resulting in X'P. Two different methods have been used: 

• Direct restriction of the number of active plans: Allow only a fixed number of r non- 
zero plans. We chose the plans with the highest Aj values, set all other plan Aj = 0, 
and scale such that YldLi K — 1. 

• Restriction of small Aj values: Set all Aj < e to zero and again scale remaining plans 
so that Y^=i Xi — 1. 

To evaluate the difference between the original and the restricted plans, we use the average 
of the absolute objective function differences: 

1 N 

d ^ ^ = nH I ( A ' P ^ " I (5) 

i=i 

Plan quality after a A restriction is then defined as Q(X, A) = 1 — d(X, A). Furthermore, 
the mean number of non-zero Aj and the distribution of Aj-values were studied for every 
objective minimized. 

3 Results 

We analyze the following IMRT instance: 
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minimize {mean left eye dose, mean right eye dose, mean chiasm dose, 

mean brainstem dose, mean left cochlea dose, mean right cochlea dose, 
mean right optical nerve dose, mean left optical nerve dose, 
max dose to PTV, — min dose to PTV, 
dose falloff penalty: 59.4 Gy to Gy in 1 cm} 
subject to d = Dx 

di > 59.4 Gy, Vz G GTV 
di > 40 Gy, V* G PTV 
di < 70 Gy, Vi G skin 
di < 60 Gy, Wi G brainstem 
x > 



The main result for the 2D cut navigation is the proof given in section 2J3 However, 
to illustrate the 2D navigator and highlight the proof result, we display a snapshot of the 
navigation process in Figure |3j In this case we navigated to a plan that was a convex 
combination of 5 database plans. Using a cutoff value of 0.1, we reduce the number of active 
A to 3, and the plan quality Q = 99.2%. In this CclSG, clS viewed in the 2D plot in Figure 
[3j it appears the restricted plan (gray circle) is actually better than the original plan (black 
circle) but this is only for the two chosen objectives: the plan will have degraded in some 
other objective (s). 

To study ND navigation, 12000 random points on the Pareto surface approximation 
were generated by minimizing each of the 11 objectives and a linear combination of all 11 
objectives (1000 points for each objective minimized) as described in the Methods section. 
The number of segments S for each database plans was chosen to be 50. Figure [4] shows the 
distribution of the (normalized) constraint levels that led to feasible plans. Each of the 12000 
randomly chosen Pareto combinations was approximated with both methods described in 
section 12.41 

Figures [5] show histograms of the number of active plans and also of the Aj values for 
the calculated 1000 Pareto surface points from minimizing the (negative) PTV-minimal-dose 
objective. Three different cases are shown: (a) before restriction, (b) after restriction to a 
total number of 3 or fewer active plans and (c) after restriction to Aj > 0.1. The chosen 
PTV-minimal-dose objective was the hardest to be fulfilled, meaning that the mean number 
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Figure 3: Here, the planner has chosen to view the tradeoff between brainstem mean dose 
and PTV maximum dose. The light gray Pareto curves display navigation history: the 
different curves arise from different constraint levels chosen for the other objectives. The 
black circle corresponds to the current navigation position without any A restrictions, and 
the gray circle below it corresponds to the plan after restricting Aj > 0.1. The navigation 
interface is also displayed. The colors above each slider indicate the sensitivity of the Pareto 
curve to a change in that particular bound. The details of this computation are beyond the 
scope of this report, but briefly, linear programming duality theory is used to compute the 
sensitivity to changes in the constraint levels. 
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Figure 4: Distribution of the actual normalized constraint levels. Starting with a uniform 
distribution of the normalized constraint levels, small constraint levels chosen simultaneously 
have a higher probability of an infeasible solution and are therefore more often discarded, 
leading to the triangle shaped distribution shown. 







Objective 


minimized 






PTV minimal 


Linear 






dose 


combination 


Mean number 
of active plans 


unrestricted 
restricted to < 3 
restricted to Aj > 0.1 


4.77 ±0.95 
3.00 ± 0.00 
3.06 ±0.89 


3.04 ± 1.00 
2.67 ±0.53 
2.15 ±0.82 


Plan quality Q 


restriction to n\ if L < 3 
restriction to Aj > 0.1 


0.973 ± 0.022 
0.978 ± 0.019 


0.994 ±0.013 
0.984 ±0.019 



Table V. Statistics of the number of active plans in the unrestricted case and after applying 
both restriction methods. The plan quality Q for two examples of both restriction methods 
is shown. Given uncertainties represent the la confidence interval of the variation over the 
1000 single Pareto surface points. 



of plans used was the greatest compared to the other objectives. In Figure [6] the same 
analysis is shown for the 1000 points on the Pareto surface obtained when minimizing the 
linear combination of all 11 objectives. The linear combination objective required the fewest 
active Aj on average. Table [T] summarizes the mean number of active plans and the plan 
quality for both, the PTV-minimal-dose objective and the linear combination objective. 

Comparing both cases it can be seen that the Aj distribution is tilted more to the left 
side with nearly no Aj > 0.9 for the hard case compared to the easy case. Comparing 
the Aj distribution for both restriction methods, it becomes clear that the restriction of 
the maximal number of plans still leads to a significant amount of very small Aj values 
although their number is reduced compared to the unrestricted case. Obviously, this is not 
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Figure 5: Histograms of the number of active plans and also of the Aj values for the calcu- 
lated 1000 Pareto surface points by minimizing the PTV-minimal dose objective. Three 
different cases are shown: (a) unrestricted plans, (b) restriction to a total number of 3 or 
fewer active plans and (c) restriction to \ > 0.1. 
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Figure 6: Histograms of the number of active plans and also of the Aj values for the calculated 
1000 Pareto surface points by minimizing the Linear combination objective. Three 
different cases are shown: (a) unrestricted plans, (b) restriction to a total number of 3 or 
fewer active plans and (c) restriction to Aj > 0.1. 
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Figure 7: Plan quality for different restriction levels for both restriction methods applied: 
(a) number of active plans restriction and (b) A; value restriction. Data points are shown for 
two selected objectives minimized. Each data point corresponds to the mean value of 1000 
calculated Pareto surface points. Uncertainty bars represent the standard deviation. 



the case with the second restriction method. The fact that both restriction methods lead to 
approximately the same mean number of active plans is not an intrinsic characteristic of the 
restriction method, but only caused by the chosen restriction levels for both methods. 

In fact, both restriction methods have been applied for different restriction levels, meaning 
(a) different numbers of active plans allowed or (b) different minimal values of Aj. For both 
cases Figure [7] shows the plan quality for different restriction levels and the two selected 
objectives from above. For the same restriction applied, the approximation of the Pareto 
surface points generated by minimizing the linear combination objective lead to better plan 
quality than the approximation of the Pareto surface points generated by minimization the 
PTV dose objective. Restricting the Pareto surface points to a high number of plans (> 5) 
or to a low minimal A, value (Aj < 0.05) leads to nearly no degradation of the plan quality. 

To evaluate how many plans are actually active for a given plan quality to be fulfilled, 
in Figure [8] the number of active plans is plotted over the plan quality achieved. The plot 
includes the data of all different restriction levels shown in the previous Figure to all 12000 
Pareto surface points. From the presented data it can be seen that for a given plan quality on 
average fewer plans are used with the restriction of the A values compared to the restriction 
of the maximal number of plans. This finding is in agreement with our understanding of 
the different restriction methods. The restriction to a maximal number of plans eliminates 
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Figure 8: Number of active plans plotted as a function of plan quality for both restriction 
methods. The plot contains all different restrictions shown in the previous figure for all 11+1 
objectives minimized. The resulting plan quality was binned for each of both restrictions 
methods into bins with a bin size of 0.02. Therefore each data point corresponds to all 
restrictions resulting in a plan quality of ±0.01 from the x-coordinate of the data point. 
Uncertainty bars represent the standard deviation. 



plans if the total number of non-zero plans is higher than allowed - even if they have a 
high contribution (a high Aj). On the other hand, it does not remove plans with small 
contributions if the total number of non-zero plans is equal or below the allowed number. 
Both this is not the case for the second method - the restriction in the A value space. 
Moreover this method is more flexible when going to different cases with different number of 
objectives. Then the same Aj-restriction can still be applied, but a restriction to a maximal 
number of plans obviously needs to be adjusted. Therefore, we conclude that restricting the 
A-space is the method of choice for reducing the number of plans. 

Figure [9] shows the plan quality for all plans with a specific number of plans before and 
after application of the restriction. It can be seen that in general three plans are enough 
to achieve a plan quality of at least 0.95. Only in the vary rare cases (0.1% of the initial 
random plans) when there are more than 7 plans used in the initial plan, the plan quality 
will be reduced by more than 5 % on average. An interesting result is also that already 46 % 
of the initial random plans use no more than 3 plans. 

In Figure [10] the dose distribution of a random case that uses 6 plans and that was 
restricted to 3 plans is shown. For selection of this case, we ordered all cases that used 6 



17 





Percentage 


1 
I 


z 


*} 
J 


Number of plans allowed 
** o 


D 


7 
f 


o 
o 




1 


u.o 


"1 
I 














■a 

a 

U) 


2 


1 u.z 


u.y^iu.uo 


■1 
1 












3 

(fl 
C 


3 




U.O f 1U.UO 


u.y / xu.uo 


-1 
1 










nj 
Q. 


4 


31 5 


U.04iU.UD 


u.yoiu.uo 


u.yoiU.u i 


\ 











5 


16.9 


U.UJ1U . uu 






. U U J- \J . \J I 1 








a> 

Si 

E 


6 


5.1 


0.81±0.06 


0.92±0.03 


0.96±0.02 


0.98±0.01 0.99±0.01 


1 






3 

z 


7 


0.6 




0.9+0.04 


0.95+0.02 


0.97±0.02 0.99±0.01 




1 






8 


0.1 


0.78±0.08 


0.89±0.06 


0.94±0.04 


0.96±0.02 0.98±0.01 


0.99±0.01 


1.00±0.00 


1 



Figure 9: Plan quality matrix: Plan quality degrades as you allow fewer plans for plan 
representation. Number of plans used refers to the unrestricted number of plans during 
standard navigation. When this number is restricted to a smaller number, shown across the 
top of the matrix, the plan quality drops. Still, restricting to 3 plans retains a plan quality 
of over 95% except in the rare instance, 1 out of 1000 in this case, where 8 plans are used in 
the unrestricted setting. 



plans before and 3 plans after the application of the restriction according to their plan quality. 
The plan corresponding to the median plan quality of these cases is the one presented. After 
restriction, this plan showed a plan quality of 96.1%. The dose difference after restriction 
is below 4% in all voxels. The dose volume histograms (DVH) before and after restriction 



are shown in Figure 11, which confirms that only minor deviations occur as a result of the 
restriction. 



4 Discussion and conclusions 

This work grew out of the desire to avoid the "create deliverable plan" step in the current 
MCO navigation technique. Imagining what an ideal system would look like, where one 
is sliding on a Pareto surface and observing dose volume histograms and isodose contours 
update continuously and in real time, it becomes apparent that the MLC apertures used 
should depend on where one is on the Pareto surface. Initial considerations of this had 
individual MLC segment shapes coming in and out of the active set of apertures. Using this 
technique however would require a much larger real time computation, since one would need 
to maintain in memory the dose to voxel contributions of the individual apertures and make 
sure the composite dose from the current set of apertures is feasible and optimal. Instead, 
we have relied on the following observation in this work: a particular aperture makes sense 
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Figure 10: Dose wash of a random plan with 6 plans before (left) and after restricting the 
number of plans to 3 (middle). On the right the dose difference is shown. Contours mark 
PTV (black), GTV (white) and organs at risk (green, light blue, dark and light yellow, dark 
and light orange). 

in conjunction with the other apertures it was created with. Stated another way, a particular 
aperture is useful because it is part of a full collection of apertures which together make a 
good treatment plan. Therefore, we can simplify the navigation considerably by swapping 
apertures in and out not individually, but collectively as the entire plan that they were 
created for, and scaled together. This allows us to consider simply the dose cubes, or even 
more minimially, the functions of the dose cubes that serve as the plan descriptors (e.g. 
minimum target dose, mean brainstem dose), during navigation. The method presented 
herein can be considered a practical alternative to real time aperture optimization while 
sliding over the Pareto surface, which at the current state is not computationally feasible. 

While not having analyzed it in this report, it is obvious that as the number of plans 
on the original surface is increased, the error in forming a navigated plan with a restricted 
number of active plans will decrease. Indeed in the limit of a very fine grid of plans pre- 
computed on the surface, one could use a single plan - the closest one - to represent a given 
convex combination plan, see Figure [T] Populating a Pareto surface with a fine grid can 
be done in parallel and offline, and real-time navigating a surface with hundreds of plans is 
possible due to the simplicity of the navigation optimization problems that are solved, which 
do not involve the dose cube or the beamlets. 

In this work we have focused our attention on the fact that a limited number of plans 
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Figure 11: Dose volume histogram for the case shown in Figure 
dashed lines represent different structures before and after the application of the restriction, 
respectively. 



suffices to approximate a general location on a high dimensional Pareto surface. We demon- 
strate for a brain case with an 11 dimensional Pareto surface, generally 5 or fewer plans are 
needed to form the navigated plan, and that even for plans requiring 6 base plans, 3 plans is 
enough for very close approximation, see Figure [9} We also show that instead of requiring a 
combinatorial search for "what 3 plans" to use, it is sufficient to use the plans of the original 
convex combination that have the highest contributions (the highest Aj values). Assuming 
each pre-computed Pareto surface plan is segmented into say 50 segments, as was done in 
this work, the total number of segments will be 3 x 50 = 150 or fewer (fewer if the same 
segments were used in more than one of the plans). To implement this idea into an MCO 
treatment planning system, one would have to decide how to perform the original base plan 
segmentations. Analyzing this is beyond the scope of the present work, but it seems logical 
to use a segmentation procedure where more segments are used for more complicated plans. 
Future research will also investigate using a pool of segments that are good for all plans and 
then for each individual plan, add some segments to it that are useful for that plan. Direct 
aperture optimization (e.g. [151 US E]) wm be immediately applicable here. It is worth 
noting that one might be able to use far fewer segments for the base plans since one knows 
that 3 or so plans will be combined, and plan averaging always helps convex objectives (e.g. 
cold spots get warmer and hot spots get cooler on plan averaging). Future research will 
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also be directed towards directly deliverable navigation for sliding window IMRT planning, 
which will require a different line of attack. 

In terms of why so few plans are needed during Pareto navigation, we have provided an 
explanation in reference to the newly introduced 2D-cut navigation, where we show by linear 
programming theory that the number of active variables in an optimal solution is related to 
the number of function constraints that are binding during navigation. Another view of why 
the number of active plans will typically be much less than the theoretical maximum number 
of N is related to the fact that for high dimensional Pareto surfaces in IMRT planning, many 
of the objectives will be strongly correlated, leading to effectively lower dimensional Pareto 
surfaces, i.e. an effectively smaller N. For example, in a brain case, one might expect that 
minimizing the dose to the left eye also minimizes the dose to the left optic nerve. The 
high dimensional surfaces analyzed by Spalke et al [IB] were shown to have an effective 
dimension of 3 or 4 when the dimensions were reduced using principal components analysis 
or a non-linear technique called the isomap method [19|. 

Both 2D and ND navigation analysis lead us to the same conclusion: relatively few 
plans are needed to approximate an arbitrary navigated-to location on an IMRT Pareto 
surface. This finding justifies our proposal for direcly deliverable step and shoot IMRT 
MCO: pre-segment the base Pareto surface plans and restrict the number of plans used 
during navigation to form the convex combination plans. Directly deliverability is a crucial 
step to bringing the full power of MCO into clinical IMRT treatment planning. 
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